Providing equal healthcare quality on heart diseases are an issue in developing countries, especially in Indonesia, due to is wide-spread areas. It is founded that the heart diseases occur not only in big cities but also in rural areas, that is caused by unhealthy lifestyle and foods. Heart disease itself is a disease with gradually symptoms changes that can be seen based on the hearts' electrical activity or electrocardiogram signals. Now, wearable medical devices are capable to be worn daily, so that, it can monitor our heart condition and alert if there is an abnormality. An embedded device worn on the chest can be used to perform a real-time data acquisition and processing of the electrocardiogram, that consists of a 1-lead ECG, an ARM processor, a Bluetooth module, an SD card, and rechargeable batteries. Also, by performing a digital filter and Tompkins algorithm, we obtain the P-wave presences and the heart rate variability values (heartbeat, average heartbeat, standard deviation, and root mean square) then by using an artificial neural network with 4 input, 6 hidden, and 1 output layers that has multi-layer perceptrons and backpropagation. We are able to perform a pre-diagnosis of atrial fibrillation, that is one of the common arrhythmias, from 41 recorded training samples (Physionet MIT/BIH AFDB and NSRDB) and 6 healthy subjects as test samples. The neural network has 0.1% error rate and needed 31548 epochs to train itself for classification the heart disease. Based on the results, this prototype can be used as a medical-grade wearable device that can help cardiologist in giving an early warning on the user's heart condition, so that it can prevent sudden death due to heart diseases in rural areas.
Introduction
Atrial Fibrillation (AF) is a common heart disease that is prevalence as increased age > 65 years old. Now, wearable medical devices are capable to be worn daily, so that, it can monitor our heart condition and alert if there is an abnormality. By connecting our medical devices to the smartphone that is commonly named mHealth, it is one example of digitalization in healthcare that can be done easily using wireless technology, such as Bluetooth, Wi-Fi, etc. So, to implement mHealth to the real-world application, we need to find new measurement techniques in our daily activities, to digitalize standard clinical medical device for data analysis, and to adapt the device to the ongoing regulations in clinical usage (Bhavnani et al., 2016) . Another example is by using the iPhone with a single-lead ECG to perform a rapid AF screening by using an algorithm to detect the absence of the P-wave and manually interpret by the cardiologist (Lau et al., 2013) .
Usually, to identify the AF, we can use the R-to-R interval analysis by calculating the absolute deviation and the difference between successive R-to-R intervals (Ghodrati, Murray and Marinello, 2008) . This method is commonly used by the smart-watch or wrist-band heart rate measurement device that is normally a fitness device. Also, artificial intelligence has entered the healthcare sector in aiding or suggestions on the patients' heart conditions. By combining artificial neural networks algorithm with these fitness devices on the wrist has great results by analyzing the beat-to-beat (Rezaei Yousefi et al., 2019) . As shown in Figure 1 , it is the Electrocardiogram (ECG) signal with intervals and normal duration that can differentiate from normal and abnormal with the PQRST-wave characteristics. In AF detection, the P-wave shape-form reflect the phase of the cardiac cycle when the stimulus transmitted from the SA node to the AV node at the heart's atrium. In the condition of AF, the heart's atrium will fibrillate due to the spread of the electric stimulus so that the P-waveform is rippled or flat. Beside the absences of the P-wave (Figure 1 red) , the irregular heart rate is another parameter that shows AF. Also, there is a guidelines for AF (Camm et al., 2010) that considered the AF from irregular heart beat, the absence of the P-waves, and the atrial length cycle > 300 bpm. Those characteristics can be seen in the ECG results by measuring the 30 seconds of 12-lead ECG or 24 hours to 7 days ambulatory ECG for stroke survivors (Hodgson-Zingman et al., 2008) .
In this research, we implement both methods (P-wave presences and irregular heart rate) by extracting those parameters from the ECG signals using digital filters and peak detection algorithms. Later, the ANN is used to classify between normal and AF. The first step to analyze the AF is by acquiring and pre-conditioning the ECG signals using the single-lead ECG from the AD8232 with analog filters and amplifiers, then, the signals are acquired using a microcontroller ARM Cortex M4 on the Teensy 3.2 development board as shown in Figure 2 . The feature extraction is implemented using the Tompkins algorithm (Pan and Tompkins, 1985) as digital filters and peak detection algorithm to receive the R-to-R interval for heart rate, average N-to-N interval (ANN), standard deviation ANN, and root mean square ANN. Also, the P-wave presences are calculated from the P-wave peak detection.
Methods
After four ECG signal parameters are retrieved, those parameters are then inputted to the multi-layer perceptron neural networks with back-propagation to train the neural network so that it can classify AF. The training sets are taken from the Physionet Atrial Fibrillation Database (AFDB) and the Normal Sinus Rhythm Database (NSRDB) (Goldberger et al., 2000) that consists of 41 records. Also, we used 6 records normal healthy subjects as the tests sets.
As shown in Figure 3 is the configuration of the neural networks that consists of 4 input parameters (ANN, SDANN, rMSSD, P-wave presences), 6 hidden layers, and 1 output that is implemented in an embedded device in the form of a wearable chest-strap for daily usage. The neural network is trained until the error is 0.1% in classifying between normal and AF. Sets from 6 Normal Healthy Subjects that will be transferred to the Wearable Chest-strap ECG.
The embedded device worn on the chest can be used to perform a real-time data acquisition and processing of the electrocardiogram, that consists of a single lead ECG, an ARM Cortex M4 microprocessor at 24 MHz clock frequency, a Bluetooth Low Energy 4.0 module, a micro-SD card, and 3.7 V 220 mAh Li-ion rechargeable batteries. The chest-strap itself is a typical fitness tracker form with 2 poles as the dry electrodes measurement points that is like the standard ECG position lead-I left arm-to-right arm. The device can be worn continuously for 21 hours in a single charge that need 20 minutes to charge until full. So, all the algorithms to classify AF is computed in this chest-strap device in real-time. In Table 1 , we can see the normalized training sets data that consists of four extracted ECG signal parameters: ANN, SDANN, RMSSD, and P-wave presence from 41 records AFDB and NSRDB, each , 30-31 October 2018 , BSD City, Indonesia, ISSN: 2477 -1538 141 record has more than 24 hours of recorded data. The ECG signal extraction algorithm had calculated the ANN, SDANN, RMSSD and the P-wave presences was calculated from the P-wave peak algorithm. The parameters are normalized to a value range from 0 until 1, so that the neural network can classify the AF. Also, the output node has a value from 0 until 1, whereas 0 is normal and 1 is AF.
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Results
After configuring the neural network's input, hidden, and output layer, we train the neural network with the desired training sets and record the epochs needed to achieve 0.1% error in classifying AF. The hidden layer nodes were the variable that we change to achieve the same error value with the lowest hidden layer nodes, so that, we can implement it on an embedded system with limited memory for the matrix. The results of different hidden layer node values can be seen in Figure 3 . The initial hidden layer node value is 4 that is same as the input layer node, then we increase the value until we see the false classification of the AF is starting to be stable. In the training processes, the neural network back-propagation will adjust the weights and threshold of the perceptron with sigmoid activation in Proceedings of the International Conference on Innovation, Entrepreneurship and Technology, 30-31 October 2018 , BSD City, Indonesia, ISSN: 2477 -1538 every loop until it achieves the 0.1% error value, that is usually called epochs. We consider the lowest epochs and lowest false classification value at the lowest number of nodes to be implemented in the firmware of the embedded system. In Table 2 , we can see the computed results on the PC of the classification of the AF using 4 nodes input, 6 nodes hidden, and 1 node output layer from 31548 epochs to achieve 0.1% error rate. The weights consist of input weights (wij) with matrix of 4 x 6 values and hidden weights (hjk) with matrix of 1 x 6 values, also the threshold theta (θj) has 7 values. These values are the knowledge in determining the AF from the normal sinus rhythm or normal heart condition. Based on the findings of the minimum nodes needed to classify the AF, we perform a test sets that consists of 6 normal healthy subjects to the feed-forward neural network with the knowledge to classify the AF. In Table 3 are the results from 6 test subjects with the output value y varied from 0 until 1, where 0 is classified as normal and 1 is AF. Some of the values are in between the given range but there are two subjects that is positively normal with the value 0.
Discussions and Conclusions
In this research, we had developed a real-time ECG signal acquisition and processing by using the artificial neural network to classify the AF in an embedded device worn on the chest. The embedded device has a single-lead ECG with analog filters to pass only the ECG signal and to be acquired by a 10-bit analog-to-digital converter on the ARM Cortex-M4 microprocessor at 200 samples/sec, then the ECG signals will be extracted every 3 seconds to retrieve the heart rate and P-wave presences. Next, the heart rate variability values are computed to result the ANN, SDANN, and RMSSD that is related to the irregularity of the heart rate as one of the AF parameters. Also, the P-wave presences is calculated every 3 seconds to find the percentage of the P-wave appearance that is related with the fibrillation at the heart's atrial. Both, of these parameters are used to determine AF.
Previously, artificial intelligence has been used for arrhythmias with artificial neural network (Modarressi et al., 2016) and convolution neural network (Rajpurkar et al., 2017) , however, deep learning (Yuan et al., 2016; Shashikumar et al., 2017; Gotlibovych et al., 2018) has been used to for AF classification from the heart rate.
However, in this research we have implemented an artificial neural network on an embedded device to classify AF from irregular heart rate and P-wave presences percentage. So, this prototype can be used as a medical-grade wearable device that can assist or even give help to the cardiologist by providing the AF knowledge to the embedded device and pre-diagnose the user's heart condition.
